MRI-guided vacuum-assisted breast biopsy with a handheld portable biopsy system.
The purpose of this study was to evaluate a compact portable 10-gauge handheld battery-operated vacuum-assisted biopsy system for MRI-guided breast biopsy. The compact portable battery-operated biopsy system can be used successfully for MRI-guided core breast biopsy and is an alternative to current systems.